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Gefahr! Unmittelbare Gefahr. Tod oder schwere Verletzungen sowie
Schaden an Ausristung und Umgebung kénnen eintreten.

Warnung! Mégliche Gefahr. Schwere Verletzungen sowie Schaden an
Ausristung und Umgebung kénnen eintreten.

Vorsicht! Mdgliche Gefahr. Leichte Verletzungen sowie Schaden an
Ausristung und Umgebung kénnen eintreten.

Hinweis. Missachtung der Hinweise kann zu Schaden am Produkt fuhren.

Netzstecker ziehen.

Elektronikkomponenten dirfen am Ende ihrer Lebensdauer nicht im Haus-
mull entsorgt werden. Elektronische Altgerate enthalten Schadstoffe, die
die Umwelt oder die Gesundheit schadigen kdnnen. Endnutzer sind ge-
setzlich verpflichtet, Elektro- und Elektronik-Altgerate zu einer zugelas-
senen Sammelstelle zu bringen.

»

=

Danger! Immediate danger. Death or severe injuries as well as damage
to equipment and environment can occur.

Warning! Possible danger. Severe injuries as well as damage to equip-
ment and environment can occur.

Caution! Possible danger. Slight injuries as well as damage to equip-
ment and environment can occur.

Note. Disregarding of notes may cause damage to the product.

Isolate equipment from mains before removing the cover.

Electronic components must not be disposed of in the domestic waste
at the end of their service life. Used electronic devices contain harm-
ful substances that can cause damage to the environment or human
health. End users are legally obliged to take used electric and electronic
devices to a licensed collection point.
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Unbedingt beachten!

HINWEIS Die VMS-B-Module sind nur zum Anschluss an das VACUUBRAND BUS-System
VACUU<BUS™ bestimmt!

Das VMS-B-Modul nur in Verbindung mit VACUUBRAND Vakuum-Controllern, einer
VACUUBRAND Vakuummembranpumpe und VACUUBRAND Ventilen betreiben.

Nach dem Auspacken Bauteile auf Vollstandigkeit und Beschadigungen Uberprifen.
Beschadigte Teile nicht in Betrieb nehmen!
Betriebsanleitung lesen und beachten.

Alle einschldgigen Vorschriften (z. B. Unfallverhitungsvorschriften, Explosions-

schutzrichtlinien) beachten und entsprechende Sicherheitsvorkehrungen treffen.

= Gerat nur mit einer Schutzkontaktsteckdose verbinden, nur einwandfreie, den

AWARNUNG Vorschriften entsprechende Netzkabel verwenden. Schadhafte/unzureichende

Erdung ist eine todliche Gefahr.

iz Die elektrischen Anschlussdaten der Pumpe (Bemessungsspannung und -strom)
sowie des Kuhlwasserventils missen mit den Daten des lokalen Netzes Uberein-
stimmen.

iz Beim Schalten von Pumpen mit Anlaufsteuerung (MD 8(C), MZ 8(C), ME 16(C),
MD 12(C), MV 10(C), RE 9, RZ 9, RE 16, RZ 16, RC 6) kénnen kurz aufeinander
folgende Schaltzyklen dazu fihren, dass die Pumpe nicht anlauft.
VACUUBRAND ATEX Pumpen dirfen nicht haufiger als 1x pro Stunde ein-/aus-
geschalten werden.

i Zulassige Umgebungsbedingungen beachten (IP-Schutzart, Temperatur). Aus-
reichende Luftzufuhr sicherstellen. Alle einschlagigen Vorschriften (Normen und
Richtlinien) beachten und entsprechende Sicherheitsvorkehrungen treffen.

= Netzkabel von beheizten Oberflachen fernhalten.
> Netzkabel von heiRen Oberflachen fernhalten.

= Bei allen komplexen elektronischen Komponenten besteht ein Restrisiko des
A GEFAHR Ausfalls. Dieser kann zu undefinierten Zustanden des Gerats fihren. Der An-
wender muss daflr Sorge tragen, dass in jedem Fall die Anlage in einen sicheren

Zustand geflhrt wird, bzw. geeignete Schutzmaflnahmen flr einen Ausfall oder
eine Fehlfunktion des Gerats vorsehen.

1= Ein Schalten der Pumpe oder des Kiihlwasserventils darf in keinem Fall zu einem
AWARNUNG gefahrlichen Zustand fihren.

AVORSICHT * Nur Originalteile und Originalzubeh6r verwenden.
Bei Verwendung von Komponenten anderer Hersteller kann die Funktion bzw.
Sicherheit des Produkts sowie die elektromagnetische Vertraglichkeit einge-
schrankt sein.

» Das Gerat darf nur in Innenrdumen in nicht-explosionsfahiger, trockener Umge-
bung verwendet werden.

H I NWEIS Der Netzstecker dient als Trennvorrichtung von der elektrischen Versorgungsspan-
nung. Das Gerat muss so aufgestellt werden, dass der Netzstecker jederzeit leicht
erreichbar und zuganglich ist, um das Gerat vom Stromnetz zu nehmen.

Alle anwendbaren Sicherheitsbestimmungen beachten.
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Verschmutzte Oberflachen mit einem sauberen, leicht angefeuchteten Tuch reini-
gen. Zum Anfeuchten des Tuchs Wasser oder milde Seifenlauge verwenden.

Eingriffe am Bauteil nur durch sachkundige Personen.
Reparatur von eingesandten Bauteilen ist nur gemaf den gesetzlichen Bestimmun-
gen (Arbeitssicherheit, Umweltschutz) und Auflagen méglich.
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Technische Daten

Typ VMS-B-Modul
Netzanschluss 100-230 V, 50-60 Hz
Max. Strom: 24V / VACUU-BUS™ 1.1A
Nennstrom 0.8A

Uberspannungskategorie Il

Schutzart nach IEC 60529 IP 20
Verschmutzungsgrad 2
Zulassige Umgebungstemperatur bei Betrieb +10°C bis +40°C
Zulassige Umgebungstemperatur bei Lagerung -10°C bis +60°C

Zulassige relative Umgebungsluftfeuchte bei Betrieb

o H 0,
(nicht betauend) 30% bis 85%

e awieyioat | S0)Abs 250 V= 80)Abe 125~
Sicherung 2x250V, 8AT
Abmessungen 179 mm x 108 mm x 61 mm
Gewicht 0.7 kg

Technische Anderungen vorbehalten!

Austausch der Gerétesicherung

Vor dem Austausch der Sicherung Gerat ausschalten und den Netzstecker ziehen.
Anschlieffend 2 Minuten warten, bis sich die Kondensatoren entladen haben.
Ursache des Fehlerfalls vor der erneuten Inbetriebnahme ermitteln und beseitigen.

» Schnapphaken gedrickt halten und Sicherungshalter herausziehen.

= |m Sicherungshalter befinden sich zwei Sicherungen gleichen Typs. Defekte Si-
cherung durch Sicherung des gleichen Typs (siehe "Technische Daten”) erset-
zen.

= Sicherungshalter bis zum Einrasten in das Gerat einschieben.

Sicherungshalter
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4 I
VMS-B-Modul VACUU-BUS™ (Riickseite)
Ein-/Ausschalter Sicherungshalter Anschluss
landerspezifische
Netzzuleitung
Anschluss an VACUU+-BUS™ Buchse
eines zweiten CVC 3000 Vakuum- ,
Controllers Anschluss einer
VACUUBRAND Pumpe
oder 230V-Ventil tber
Anschluss an VACUU-BUS™ Buchse Adapterkabel (Kaltgerate-
eines CVC 3000 Vakuum-Controllers buchse / -stecker)
- %

Die Spannungsversorgung des / der Vakuum-Controller CVC 3000 erfolgt iiber das VMS-B-
Modul.
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Funktionsweise

Der Vakuum-Controller CVC 3000 erkennt das angeschlossene VMS-B-Modul automatisch und konfi-
gurieren sich entsprechend. Sobald kein Vakuum mehr benétigt wird (bzw. nach am Controller einstell-
barer Nachlaufzeit) sendet der Controller ein Signal an das VMS-B-Modul und das Modul schaltet die
angeschlossene Vakuumpumpe ab. Bei zwei angeschlossenen Controllern erfolgt die Abschaltung der
Pumpe erst, wenn beide Controller das Signal gesendet haben, dass kein Vakuum mehr benétigt wird.
Das Einschalten der Pumpe bei Vakuumanforderung erfolgt analog und vollautomatisch.

Achtung: VARIO Pumpen und Pumpstande werden von einem VMS-B-Modul nicht geschaltet.

Auch in Verbindung mit Pumpstanden PC 5xx NT oder PC 6xx NT kénnen 230V-Elektromagnetventile
geschaltet werden, die Pumpe wird dann nicht mehr vom VMS-B-Modul geschaltet.

Das VMS-B-Modul muss zum Schalten eines 230V-Elekiromagnetventils entsprechend konfiguriert
werden, siehe ,VMS-B-Modul konfigurieren®.

VMS-B-Modul konfigurieren
(z. B. zum Schalten eines 230V / 50 Hz Kihlwasser-, Beliiftungs- oder Saugleitungsventils)

Konfiguration ist nur méglich mit CVC 3000 ab Softwareversion V 1.30.

Umkonfiguration der VACUU+-BUS-Adresse des VMS-B-Moduls:

Vakuum-Messgerat CVC 3000 ausschalten.

Nur das VMS-B-Modul anschliefen, das umkonfiguriert werden soll.

Taste "VENT” gedrtckt halten und CVC 3000 einschalten (Taste "ON/OFF” driicken).

Den Menlpunkt "Vacuubus” durch Drehen und Driicken des Wahlknopfs auswahlen.

Die erste vom VACUU-BUS erkannte Komponente wird angezeigt. Falls erforderlich eine andere

Komponente durch Drehen des Wahlknopfs auswahlen.

Taste "MODE” gedrickt halten und Wahlknopf driicken. Die Invertierung der Komponentenanzeige

wird durch einen Rahmen ersetzt.

7. Wahlknopf drehen, bis die Adresse angezeigt wird, auf die das VMS-B-Modul umkonfiguriert werden
soll (z.B. Saugv. 1, Wasser 2, ...).

8. Wahlknopf driicken. Bei erfolgter Konfiguration (Meldung "Erfolgreich” wird eingeblendet) wird das
Men( verlassen und das CVC 3000 neu gestartet.

aOrON -~

o

Eine Konfiguration mehrerer Komponenten auf die gleiche VACUU<BUS-Adresse flhrt zu Fehlerzustan-
den am CVC 3000 und ist daher unbedingt zu vermeiden!

Weitere Informationen zur Konfiguration auf Anfrage.
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Anschluss des VMS-B-Moduls an Pumpstande

Montage an Pumpstande PC 5xx NT / PC 6xx NT

- Controller CVC 3000 aus dem Gehause herausziehen.

- Verbindungskabel vom VMS-B-Modul zwischen Pumpe
und Frontblende durchstecken und nach oben in Richtung
Controller herausfuhren.

- Verbindungskabel des Controllers zur Pumpe am Cont-
roller abziehen und Verbindungskabel zum VMS-B-Modul
einstecken.

- Controller wieder in das Gehause einstecken.

Nur PC 520 NT / PC 620 NT: Der zweite Controller wird ana-
log mit dem VMS-B-Modul verbunden.

Zubehor:
VACUU+-BUS™ Verlangerungskabel....................... 20612552
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Anwendungsbeispiel

VACUUBRAND Chemiepumpstand PC 620 NT
VMS-B-Modul
2 Rotationsverdampfer

I VVakuumverschaltung
== mm mm Netzleitungen
seeernenennes VVACUU-BUS™ Verschaltung
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Safety information!

NOTICE The VMS-B-Modules are to be connected only to the VACUUBRAND BUS system
VACUU-BUS™!

Connect the VMS-B-Module only to VACUUBRAND vacuum controllers, a VACU-
UBRAND vacuum diaphragm pump and VACUUBRAND valves.
Read the manual before installing or operating the equipment.

Remove all packing material, remove the product from its packing-box and inspect
the equipment.

If the equipment is damaged, notify the supplier and the carrier in writing within three
days; state the item number of the product together with the order number and the
supplier’s invoice number. Retain all packing material for inspection.

Do not use the equipment if it is damaged.

Read and comply with this manual.

Obey national safety regulations and safety requirements concerning the use of
vacuum and electrical equipment and adopt suitable safety measures.
AWARNING i The product must be connected only to a suitable fused and protected electrical

supply and a suitable earth point. Failure to connect the device to ground may
result in deadly electrical shock.

iz Check that mains voltage and current conform with the pump and the cooling
water valve.

ez |f pumps with start-up control (MD 8(C), MZ 8(C), ME 16(C), MD 12(C), MV 10(C),
RZ 9, RC 6) are managed, the pump might not start running in case of frequent
on/off switching at short intervals.
VACUUBRAND ATEX pumps must not be switched on/off frequently than 1x per
hour.

1= Ensure that installation is in compliance with limitations from the degree of pro-
tection, see section ,Technical data“. Make sure ventilation is adequate if the
product is installed in an enclosure or if ambient temperature is elevated.

Keep the electrical power cord away from heated surfaces.
Keep the electrical power cord away from hot surfaces.

» Electronic equipment is never 100% fail-safe. This may lead to an ill-defined sta-
A DAN G ER tus of the equipment or of other connected devices. Provide protective measures
against malfunction and failure. Ensure that in case of failure the controller and

the vacuum system always will turn into a safe status.

iz The switching of the pump or a cooling water valve must not lead to a critical
AWARNING dangerous situation under any circumstances.

CA TION * Use only OEM spare parts and accessories.
A U » Otherwise safety and performance of the equipment as well as the electromag-

netic compatibility of the equipment might be reduced.

5 R

» This product may only be used indoors in a non-explosive atmosphere, and in a
dry environment.

N OTIC E The mains plug is a disconnecting device to separate the pump from the supply volt-
age. Ensure that the mains plug is easily accessible at all times to allow the separa-
tion of the device from the power supply.

Obey all other relevant safety requirements (e. g. accident prevention regulations for
working in laboratories and explosion protection guidelines). Adopt suitable safety
measures.
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Clean polluted surface with a clean, slightly moistened cloth. To moisten the cloth we
recommend water or mild soap.

Ensure that maintenance is done only by a suitably trained and supervised techni-
cian. In order to comply with law (occupational, health and safety regulations, safety
at work law and regulations for environmental protection) components returned to
the manufacturer can be repaired only when certain procedures are followed.
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Technical Data

Type VMS-B-Module
Mains connection 100-230 V, 50-60 Hz
Max. power / current: 24V /VACUU-BUS™ 1.1A
Nominal current 0.8A

Overvoltage category Il

Degree of protection according to IEC 60529 20
Pollution degree 2
Max. permitted ambient temperature during operation +10°C to +40°C
Max. permitted ambient temperature during storage -10°C to +60°C

Permitted relative atmospheric moisture during operation
(no condensation)

Max. permitted power draw at connection vacuum pump for
ohmic (inductive) load

30% to 85%

8(4) A bei 250 V~ / 8(6) A bei 125 V/~

Fuse 2x250V
Dimensions 179 mm x 108 mm x 61 mm
Mass 0.7 kg

We reserve the right for technical modification without prior notice!

Replacing the device fuse

Switch off the device and disconnect it from mains before replacing the fuse. After
disconnecting from mains wait two minutes to allow the capacitors to discharge.
Identify and eliminate the cause of failure before switching on the device again.

= Keep the snap-fit squeezed and pull the fuse holder out.

= The fuse holder contains two fuses of the same type. Replace the defective fuse
by a fuse of the same type (see "Technical data”).

= [nsert the fuse holder into the device until it snaps.

fuse holder
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-
VMS-B-Module VACUU*BUS™ (rear side)

on/off switch fuse holder mains cable with plug
according to national
standards

bush for connection of
a second controller CVC 3000

connection of a
VACUUBRAND pump or a
230V valve via IEC plug / bush
bush for connection of
a controller CVC 3000

- /

The VMS-B-Module energizes the vacuum controllers CVC 3000.

Das Dokument darf nur vollstdndig und unveréndert verwendet und weitergegeben werden. Es liegt in der Verantwortung des
Anwenders, die Gliltigkeit dieses Dokumentes bezliglich seines Produktes sicher zu stellen.

Documents are only to be used and distributed completely and unchanged. It is strictly the users’ responsibility to check carefully
the validity of this document with respect to his product.



Seite/page 16/24

Mode of operation

The vacuum controller CVC 3000 detects the connected VMS-B-Module automatically and is configu-
rated accordingly. If no vacuum is required (or after a preset delay) the controller sends a signal to the
VMS-B-Module and the module switches off a connected vacuum pump. If two controllers are con-
nected the pump is switched off if both controllers have sent the signal that no vacuum is still required.
Switching on the pump takes place analogously and fully automatic.

Attention: VARIO pumps and pumping units are not switched by a VMS-B-Module.

In combination with pumping units PC 5xx NT or PC 6xx NT a 230V solenoid operated valve can also
be switched, however the pump is then no longer switched by the VMS-B-Module.

To switch a 230V solenoid operated valve the VMS-B-Module has to be configured appropriately, see
section “Reconfiguring the VMS-B-Module”.

Reconfiguring the VMS-B-Module

(e. g. to switch a 230V / 50 Hz coolant, venting or in-line valve)

Configuration is only possible with CVC 3000 from software version V 1.30.

Reconfiguring the VACUU+BUS address of the VMS-B-Module

Switch the vacuum controller CVC 3000 off.

Preferably connect only the VMS-B-Module to be reconfigured.

Keep key "VENT” pressed and switch the CVC 3000 on (key "ON/OFF”).

Select the menu item "Vacuubus” by turning and pressing the selection knob.

The first component detected by the VACUU<BUS is displayed. If necessary, select the component

to be reconfigured by turning and pressing the selection knob.

Keep key "MODE” pressed and press selection knob additionally. The inverse display of the compo-

nent is replaced by a frame.

7. Turn the selection knob until the address, to which you want to reconfigure the VMS-B-Module (e.g.,
Isol.v. 1, Waterv. 2, ...), is displayed.

8. Press the selection knob. If the configuration was successful, the menu is quit and the CVC 3000
restarts.

a0~

o

A configuration of more than one components to the same VACUU-BUS address will result in error con-
ditions at the CVC 3000 and must therefore be avoided!

Further information concerning the configuration on demand.
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Connecting a VMS-B-Module to pumping units

Assembling to pumping units PC 5xx NT / PC 6xx NT

- Pull controller CVC 3000 out of the housing.

- Insert connection cable of the VMS-B-Module between
pump and front part in direction of the controller.

- Unplug connection cable of the controller to the pump and
plug in cable from the VMS-B-Module.

- Insert controller into housing.

Only PC 520 NT / PC 620 NT: Connect the second controller
analog to the VMS-B-Module.

Accessory:
VACUU-BUS™ extension cable...........ccooeeeeeeeenn... 20612552
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Example of use

VACUUBRAND chemistry pumping unit PC 620 NT
VMS-B-Module
2 rotary evaporators

Em————  \VaCcUUM connection
== == mm pOwer supply
sennnnnannnas VACUUBUS™ connection
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EG-Konformitatserklarung
EC Declaration of Conformity
Déclaration CE de conformité

Hersteller / Manufacturer / Fabricant:
VACUUBRAND GMBH + CO KG - Alfred-Zippe-Str. 4 - 97877 Wertheim - Germany

Hiermit erklart der Hersteller, dass das Gerat konform ist mit den Bestimmungen der Richtlinien:
Hereby the manufacturer declares that the device is in conformity with the directives:
Par la présente, le fabricant déclare, que le dispositif est conforme aux directives:

2014/35/EU
2011/65/EU

Vakuum-Messgerat / Vacuum gauge / vacuométre

Typ / Type / Type: VMS-B-Module

Artikelnummer / Order number / Numéro d‘article: 20676030

Seriennummer / Serial number / Numéro de série: Siehe Typenschild / See rating plate / Voir plaque
signalétique

Angewandte harmonisierte Normen / Harmonized standards applied / Normes harmonisées utilisées:
DIN EN 61010-1:2011, IEC 61010-1:2010 (Ed. 3), DIN EN 50581:2013,

Bevollmachtigter fur die Zusammenstellung der technischen Unterlagen / Person authorised to compile
the technical file / Personne autorisée a constituer le dossier technique:
Dr. J. Dirscherl - VACUUBRAND GMBH + CO KG - Alfred-Zippe-Str. 4 - 97877 Wertheim - Germany

Wertheim, 01.07.2018

(Dr. F. Gitmans) (Dr. J. Dirscherl)
Geschaftsflhrer / Managing Director / Gérant Technischer Leiter / Technical Director /
Directeur technique

VACUUBRAND GMBH + CO KG
Alfred-Zippe-Str. 4 - 97877 Wertheim

T +49 9342 808-0 - F +49 9342 808-5555
info@vacuubrand.com - www.vacuubrand.com
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VACUUBRAND.

DECLARATION OF CONFORMITY - China RoHS 2

VACUUBRAND GMBH + CO KG has made reasonable efforts to ensure that hazardous materials and substances may
not be used in its products.

In order to determine the concentration of hazardous substances in allhomogeneous materials of the subassemblies,
a “Product Conformity Assessment” (PCA) procedure was performed. As defined in GB/T 26572 the “Maximum Con-
centration Value” limits (MCV) apply to these restricted substances:

e Lead (Pb): 0.1%
e  Mercury (Hg): 0.1%
e Cadmium (Cd): 0.01%
e Hexavalent chromium (Cr(+Vl)): 0.1%
e Polybrominated biphenlys (PBB): 0.1%
e Polybrominated diphenyl ether (PBDE): 0.1%

Environmentally Friendly Use Period (EFUP)

EFUP defines the period in years during which the hazardous substances contained in elec-

trical and electronic products will not leak or mutate under normal operating conditions.

During normal use by the user such electrical and electronic products will not result in seri- 4 0
ous environmental pollution, cause serious bodily injury or damage to the user’s assets.

The Environmentally Friendly Use Period for VACUUBRAND products is 40 years.

MATERIAL CONTENT DECLARATION FOR VACUUBRAND PRODUCTS
AEAFVREITR
Hazardous substances
AR (i} K 5 A | ZIREE | 2R R
Part name Pb Hg Cd Cr(+VI) PBB PBDE
2k
i . 0 0 0 0 0 0
Packaging
Weishse / A
Plastic housing / parts 0 ° 0 ° 0 °
A . (o] 0 0 0 (o] 0
Vacuum oil
it 0 0 (0] 0 0 0
Battery
i X 0 0 0 (] 0
Glass
=Y
BT AL . X 0 0 0 0 0
Electrical and electronic parts
g / Yﬂlﬂgﬁ% . X 0 0 0 o 0
Controller / measuring device
wwise / Ak
Metal housing / parts X 0 0 0 0 °
Al X (0] 0 0 0 0
Motor
A A . X 6} 6} (0] 0} 0
Accessories
AR IR SI/T 11364-2014H B F 1 5 ) o
This table is created according to SJ/T 11364-2014.
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VACUUBRAND:.

0:  FoRNiZATAEYIAE LI ITA BB & B EI/EGB/T 265720 IR EZR AT,
O: Indicates that the above mentioned hazardous substance contained in all homogeneous materials of the
part is below the required limit as defined in GB/T 26572.

X: ORGSR EYRE DA Y B E R S BB LGB/ T 265728 E IR B K,
X: Indicates that the above mentioned hazardous substance contained in at least one of the homogeneous ma-
terials of this part is above the required limit as defined in GB/T 26572.

R TR AL A P REAS IR T T P e P 3 B, A TRT BT 4% E SR EFUPAR G AN/ BCFT RE IE £ 48
PR FEFUP R C I BT

Batteries, glassware and accessories might not be content of the enclosed device and may have its own EFUP-
marking and/or might be maintaining parts with changing EFUP-marking.

b ERPRE RS, IERRAYINZ, XSEMAIREERAEHE (Pb) o Ok (Hg) . #& (Cd) . At (
Cr(+Vvl)) . ZIRECHK (PBB) ERZ IR K[k (PBDE) Kiili&i,

Apart from the disclosures in the above table, the subassemblies are not intentionally manufactured or formulated
with lead (Pb), mercury (Hg), cadmium (Cd), hexavalent chromium (Cr+Vl), polybrominated biphenyls (PBB), and
polybrominated diphenyl ethers (PBDE).

Products manufactured by VACUUBRAND may enter into further devices (e.g., rotary evaporator) or can be used to-
gether with other appliances (e.g., usage as booster pumps).

With these products and appliances in particular, please note the EFUP labeled on these products.

VACUUBRAND will not take responsibility for the EFUP of those products and appliances.

Place,date:  Wertheim, 06 September 2022

152 774

(Dr. Constantin Scholer) (Jeq(:/Kaibel)

Managing Director Technical Director
VACUUBRAND GMBH + CO KG Tel.: +49 9342 808-0
Alfred-Zippe-Str. 4 Fax: +49 9342 808-5555
97877 Wertheim E-Mail:  info@vacuubrand.com
Germany Web: www.vacuubrand.com
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Manufacturer:

VACUUBRAND GMBH + CO KG
Alfred-Zippe-Str. 4

97877 Wertheim

GERMANY

Phone:

Head office  +49 9342 808-0
Sales +49 9342 808-5550
Service +49 9342 808-5660

Fax: +49 9342 808-5555
Email: info@vacuubrand.com
Web: www.vacuubrand.com
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